gBostone . 


centi 


LATITUDE™ Programming System 


Report Created 12 Jul 2023 


Date of Birth 
Device 
Tachy Mode 


Arrhythmia Logbook Report 
Welling, Steven G 
13 Jul 1948 


TELIGEN 100 E102/ 248825 
Monitor + Therapy 


Last Office Interrogation 
23 Nov 2022 
Implant Date 
16 Feb 2010 


Event 


V-73 
V-72 
V-71 
V-70 
V-69 
V-68 
V-67 
V-66 
V-65 
V-64 
V-63 
V-62 
V-57 
APM-5 
V-53 
V-15 
V-9 
V-1 


3868 Software Version: 1.12 


Date/Time 


18 Jun 2023 16:11 

01 Feb 2023 14:46 
06 Nov 2022 18:39 
26 Oct 2022 08:07 
13 Oct 2022 01:13 
19 Sep 2022 16:54 
15 Jul 2022 08:13 

20 May 2022 09:00 
07 Apr 2022 22:11 

15 Feb 2022 19:58 
27 Feb 2021 22:41 

20 Jan 2021 22:08 

25 Jun 2019 13:18 
02 Mar 2018 18:32 
30 Dec 2017 23:02 
26 Nov 2012 13:09 
26 Nov 2012 12:54 
16 Feb 2010 13:37 


E102 Firmware Version: A_v1.04.0(5.01) 


Type 


NonSustV 
NonSustV 
VT-1 
NonSustV 
NonSustV 
NonSustV 
NonSustV 
VT-1 
NonSustV 
NonSustV 
NonSustV 
NonSustV 
VT-1 

APM RT 
VT-1 

VF 

VF 

VF 


Therapy 


Nonsustained 
Nonsustained 
No Therapy 

Nonsustained 
Nonsustained 
Nonsustained 
Nonsustained 
No Therapy 

Nonsustained 
Nonsustained 
Nonsustained 
Nonsustained 
No Therapy 


No Therapy 
No Therapy 
ATPx1 

Induced: 21J 


© 2014-2019 
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Duration 
hh:mm:ss 
00:00:07 


00:00:09 
00:00:16 
00:00:05 
00:00:08 
00:00:10 
00:00:09 
00:00:18 
00:00:09 
00:00:08 
00:00:09 
00:00:10 
00:00:17 
00:00:17 
00:00:17 
00:00:50 
00:00:38 


Clinician Signature: 


LATITUDE™ Programming System Report Created 12 Jul 2023 
Combined Follow-up Report 
Boston Welling, StevenG Last Office Interrogation 
Scientific Date of Birth 13 Jul 1948 23 Nov 2022 
Device TELIGEN 100 E102/ 248825 Implant Date 
Tachy Mode Monitor + Therapy 16 Feb 2010 
My Alerts 
12 Jul 2023 09:11 Approximate time to explant: 11 months 
Events Since Last Reset (23 Nov 2022) 
18 Jun 2023 16:11 NonSustV at 129 bpm, Nonsustained 
01 Feb 2023 14:46 NonSustV at 155 bpm, Nonsustained 
Battery 
Æ Approximate time to explant: 11 months 
Charge Time 11.55 One Year Remaining 
Last Capacitor Re-form 10 Jul 2023 10:20 
Explant 
Leads Data Implant Previous Session Most Recent 
16 Feb 2010 
Ventricular 
Intrinsic Amplitude 13.0 mV 8.3 mV 8.0 mV@73 bpm 
Pace Impedance 11000 4930 4820 
Pace Threshold 1.00V @ 0.5 ms 0.9 V @ 0.5 ms 0.8 V @ 0.5 ms 
Shock Vector 
Shock Impedance 409 480 510 
Settings 
Ventricular Tachy Settings 
VF 200 bpm ATP 31J, 415, 41Jx6 
VT 180 bpm Ramp ATP2 Off  31J, 41J, 41Jx4 
VT-1 160 bpm Monitor Only 
Brady Settings 
Mode VVIR Pacing Output 
Lower Rate Limit 40 ppm Ventricular 2.0 V @0.5ms 
Maximum Sensor Rate 130 ppm Sensitivity 
V-Refractory (VRP) 230-250ms Ventricular AGC 1.5 mV 
Leads Configuration (Pace/Sense) 
Ventricular Bipolar 
Sensors 
Accelerometer On 
3868 Software Version: 1.12 © 2014-2019 Clinician Signature: 
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LATITUDE™ Programming System 
Combined Follow-up Report 


Rhythm ID Update 


Welling, Steven G 
12 Jul 2023 09:11 


Last Successful Completion 12 Jul 2023 06:20 
Trends 
Events Apr 23 May 23 Jun 23 Jul 23 
V 
Other 
Activity Level Apr 23 l May 23 . Jun 23 — Ju23 


Heart Rate 
z Max 
= Mean 
= Min 


Apr 23 May 23 Jun 23 Jul 23 


bpm 


Respiratory Rate 
= Max 

= Median 

= Min 


Apr 23 May 23 Jun 23 Jul 23 


rpm 


3868 Software Version: 1.12 


E102 Firmware Version: A_v1.04.0(5.01) Boston Scientific Corporation 
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LATITUDE™ Programming System Welling, Steven G 


Combined Follow-up Report 12 Jul 2023 09:11 
R-Wave (V) Apr 23 May 23 Jun 23 , Jul 23 
Amplitude 

mV 
V Pace Impedance Apr 23 : May 23 Jun 23 ; Jul 23 
Q 
Shock Impedance Apr 23 May 23 . Jun 23 — Jui23 
Q 
3868 Software Version: 1.12 © 2014-2019 Clinician Signature: 
E102 Firmware Version: A_v1.04.0(5.01) Boston Scientific Corporation 
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LATITUDE™ Programming System 
Combined Follow-up Report 


Ventricular Tachy Counters 


Ventricular Episode Counters 
Total Episodes 
Treated 
VF Therapy 
VT Therapy 
VT-1 Therapy 
Commanded Therapy 
Non-Treated 
No Therapy Programmed 
Nonsustained Episodes 
Other Untreated Episodes 
Ventricular Therapy Counters 
ATP Delivered 
ATP % Successful 
Shocks Delivered 
First Shock % Successful 
Shocks Diverted 
Brady Counters 


Counters 
% V Paced 
Intrinsic Promotion 
Rate Hysteresis 
% Successful 


3868 Software Version: 1.12 


E102 Firmware Version: A_v1.04.0(5.01) 


Since Last Reset 


23 Nov 2022 

2 

0 

0 

0 

0 

0 

2 

0 

0 

0 

0 

0 

0 

Reset Before Last 

182 day(s) 

25 May 2022 


to 23 Nov 2022 


© 2014-2019 
Boston Scientific Corporation 
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Device Totals 


73 


COON 


Since Last Reset 
230 day(s) 
23 Nov 2022 to Today 


Welling, Steven G 
12 Jul 2023 09:11 


Clinician Signature: 


LATITUDE™ Programming System Welling, Steven G 
Combined Follow-up Report 12 Jul 2023 09:11 


Histograms Reset Before Last (25 May 2022) 


VT-1 VT VF 
50 
i i 
i i 
40 1 I 
i i 
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% sv. 
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20 + r Sensed 
i j 
i i 
i i 
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gBostone . 


LATITUDE™ Programming System 


Report Created 12 Jul 2023 


Selected Episodes Report 
Welling, StevenG 


Last Office Interrogation 


clentl Date of Birth 13 Jul 1948 23 Nov 2022 
Device TELIGEN 100 E102/ 248825 Implant Date 
Tachy Mode Monitor + Therapy 16 Feb 2010 


Event V-72: 01 Feb 2023 14:46 
NonSustV Event Onset 

Avg V Rate: 155 bpm 
Detection: Rhythm ID 


Event Ended 00:00:09 


EV 


SHOCK 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 
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25mm/s 


Clinician Signature: 


LATITUDE™ Programming System Welling, Steven G 
Selected Episodes Report 12 Jul 2023 09:11 
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LATITUDE™ Programming System 
Selected Episodes Report 


250 


™ V Sense | VT-1 
0 V Pace bpm 

t > V Range 1251 
+ < V Range 


50] s 


25 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 
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Welling, Steven G 
12 Jul 2023 09:11 


Clinician Signature: 


gBostone . 


LATITUDE™ Programming System 


Report Created 12 Jul 2023 


Selected Episodes Report 
Welling, StevenG 


Last Office Interrogation 


clentl Date of Birth 13 Jul 1948 23 Nov 2022 
Device TELIGEN 100 E102/ 248825 Implant Date 
Tachy Mode Monitor + Therapy 16 Feb 2010 


Event V-73: 18 Jun 2023 16:11 
NonSustV Event Onset 

Avg V Rate: 129 bpm 
Detection: Rhythm ID 


Event Ended 00:00:07 


EV 


SHOCK 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 
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25mm/s 


Clinician Signature: 


LATITUDE™ Programming System Welling, Steven G 
Selected Episodes Report 12 Jul 2023 09:11 


yV 

1100 
3868 Software Version: 1.12 © 2014-2019 Clinician Signature: 
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LATITUDE™ Programming System 
Selected Episodes Report 


250 
225 | 
2001 vr 


175 | 
" V Sense 


o0 V Pace bpm 
t > V Range 


150 | 


tev Range 


125| = 


100} 


75) s 


50 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 
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Welling, Steven G 
12 Jul 2023 09:11 


Clinician Signature: 


gBostone . 


LATITUDE™ Programming System 


Report Created 12 Jul 2023 


Patient Data Report 
Welling, StevenG 


Last Office Interrogation 


clentl Date of Birth 13 Jul 1948 23 Nov 2022 
Device TELIGEN 100 E102/ 248825 Implant Date 
Tachy Mode Monitor + Therapy 16 Feb 2010 
General 
Patient Name Steven G Welling 
Patient Address 9276 Harrison Ave. 
Cleves, OH 45002 
Date of Birth 13 Jul 1948 
Height N/R cm 
Weight N/R kg 
Gender N/R 
Patient Phone 513.353.1858 
Indications 
Atrial N/R 
N/R 
N/R 
Ventricular N/R 
N/R 
N/R 
AV Nodal N/R 
N/R 
N/R 
NYHA Class N/R 
LV Ejection Fraction N/R % 
Cardiac Disease N/R 
N/R 
Leads 
Implant Date Manufacturer Model Serial Polarity Position 
Feb 2010 Guidant 0185 306905 Endo-Distal - Right Ventricle 
N/RN/R N/R N/R N/R 
N/RN/R N/R N/R N/R 
N/RN/R N/R N/R N/R 
N/RN/R N/R N/R N/R 
N/RN/R N/R N/R N/R 
Lead Notes 


Programmed Shock Vector Configuration 


Implant Data 
PG Implant Date 


HV 

Shock 
Ventricular DFT 
Implant Notes 


21J 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 


RV Coil to RA Coil and Can 


16 Feb 2010 
Impedance Intrinsic Amplitude Pace Threshold 
11000 13.0 mV 1.0 V @ 0.5 ms 
400 
© 2014-2019 Clinician Signature: 


Boston Scientific Corporation 
or its affiliates. All rights reserved. 
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LATITUDE™ Programming System Welling, Steven G 
Patient Data Report 12 Jul 2023 09:11 


Physician 
Implanting Physician Name 


GAURANG GANDHI 
Implanting Physician Phone Numbers 513.745.9800 
Following Physician Name SAME 


Following Physician Phone Numbers 


Implant Hospital BETHESDA NORTH-EP LAB 


3868 Software Version: 1.12 © 2014-2019 
E102 Firmware Version: A_v1.04.0(5.01) Boston Scientific Corporation 
or its affiliates. All rights reserved. 
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gBostone . 


LATITUDE™ Programming System 


Report Created 12 Jul 2023 


Real-time Log Report 
Welling, StevenG 


Last Office Interrogation 


clentl Date of Birth 13 Jul 1948 23 Nov 2022 
Device TELIGEN 100 E102/ 248825 Implant Date 
Tachy Mode Monitor + Therapy 16 Feb 2010 
Presenting-1 12 Jul 2023 09:02:27 25mm/s 


Lead-ll 


EV 


SHOCK 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 
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Clinician Signature: 


gBostone . 


LATITUDE™ Programming System 


Report Created 12 Jul 2023 


Real-time Log Report 
Welling, StevenG 


Last Office Interrogation 


clentl Date of Birth 13 Jul 1948 23 Nov 2022 
Device TELIGEN 100 E102/ 248825 Implant Date 
Tachy Mode Monitor + Therapy 16 Feb 2010 
Snapshot-2 12 Jul 2023 09:03:27 25mm/s 


Lead-ll 


EV 


SHOCK 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 
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Clinician Signature: 


gBostone . 


LATITUDE™ Programming System 


Report Created 12 Jul 2023 


Real-time Log Report 
Welling, StevenG 


Last Office Interrogation 


clentl Date of Birth 13 Jul 1948 23 Nov 2022 
Device TELIGEN 100 E102/ 248825 Implant Date 
Tachy Mode Monitor + Therapy 16 Feb 2010 
Intrinsic Amplitude-3 12 Jul 2023 09:06:40 25mm/s 


Amplitude - V = 8.0 mV 


Lead-ll 


EV 


SHOCK 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 


© 2014-2019 
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Clinician Signature: 


LATITUDE™ Programming System Report Created 12 Jul 2023 
B Real-time Log Report 
oston Welling, StevenG Last Office Interrogation 
Scientific Date of Birth 13 Jul 1948 23 Nov 2022 
Device TELIGEN 100 E102/ 248825 Implant Date 
Tachy Mode Monitor + Therapy 16 Feb 2010 
RV Threshold-4 12 Jul 2023 09:07:15 25mm/s 


0.7 V @ 0.5 ms 


Lead-ll 


EV 


SHOCK 


0.9V 0.8V 0.8V 0.8V 0.7V 0.7V 0.7V 0.6V 
3868 Software Version: 1.12 © 2014-2019 Clinician Signature: 
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LATITUDE™ Programming System Report Created 12 Jul 2023 
Device Settings Report 
Boston Welling, StevenG Last Office Interrogation 
Scientific Date of Birth 13 Jul 1948 23 Nov 2022 

Device TELIGEN 100 E102/ 248825 Implant Date 
Tachy Mode Monitor + Therapy 16 Feb 2010 

Programming 

Last Programmed 12 Jul 2023 

Ventricular Tachy Mode 10 Jul 2020 Changed to Monitor + Therapy 
07 Jul 2020 Changed to Off 
07 Jul 2020 Changed to Monitor + Therapy 
07 Jul 2020 Changed to Off 

Ventricular Tachy 

VF 200 bpm (300 ms) 

Detection/Redetection Therapy 
Initial Duration 1.0s QUICK CONVERT™ ATP On 
Redetection Duration 1.0s Shock 1 31J 
Post-shock Duration 1.0s Shock 2 41J 

Additional 41 J Shocks 6 
VT 180 bpm (333 ms) 

Detection/Redetection ATP1 Ramp 
Initial Duration 2.55s Number of Bursts 2 
Redetection Duration 1.05s Pulses per Burst 
Post-shock Duration 1.05s Initial 8 

Enhancements Rhythm ID Increment 0 
VT Detection On Coupling Interval 81% 
Initial Detection On Decrement 0 ms 

Sustained Rate Duration 03:00 mm:ss Burst Cycle Length 81% 
Post-Shock Detection off Ramp Decrement 10 ms 
Rhythm ID Setup Scan Decrement Oms 

Passive Method On Minimum Interval 220 ms 

Active Method On ATP2 Off 

Temporary LRL 40 ppm Number of Bursts Off 
Common Parameters ATP Time-out 01:00 mm:ss 
Stability (For Post-Shock only) 30ms Shocks 

Shock 1 31J 
Shock 2 41J 
Shock 3 -6 41J 

3868 Software Version: 1.12 © 2014-2019 Clinician Signature: 

E102 Firmware Version: A_v1.04.0(5.01) Boston Scientific Corporation 
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Page 1 of 4 


LATITUDE™ Programming System 
Device Settings Report 


Ventricular Tachy 
VT-1 160 bpm (375 ms) 
Detection/Redetection 
Initial Duration 
Redetection Duration 
Post-shock Duration 
Enhancements 


Ventricular Tachy Therapy Setup 
ATP 
Ventricular ATP Amplitude 
Ventricular ATP Pulse Width 
Magnet and Beeper 
Magnet Response 
Beep During Capacitor Charge 
Atrial Tachy 
Therapy 
VTR Fallback LRL 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 


2.55 

1.05s 

1.05s 
Rhythm ID 


5.0 V 
1.0 ms 


Inhibit Therapy 
off 


60 ppm 


ATP1 

Number of Bursts 
ATP2 

Number of Bursts 
Shocks 

Shock 1 

Shock 2 

Shock 3 -5 


Shock (All Shocks) 
Waveform 
Committed Shock 
Lead Polarity 
Shock Lead Vector 


Ventricular Regulation 
Vent Rate Regulation 


© 2014-2019 
Boston Scientific Corporation 
or its affiliates. All rights reserved. 
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Welling, Steven G 
12 Jul 2023 09:11 


off 
off 
off 
off 


OFf J 
OFf J 
OFf J 


Biphasic 
Off 
Initial 


RV Coil to RA Coil 


and Can 


off 


Clinician Signature: 


LATITUDE™ Programming System 
Device Settings Report 


Brady 
Normal Settings 
Mode 
Lower Rate Limit 
Maximum Sensor Rate 
V-Refractory (VRP) 
Noise Response 
Rate Enhancements 
Rate Smoothing 
Up 
Down 


Brady (Post-Therapy) 
Brady Settings 
Lower Rate Limit 
Output 
EV 


3868 Software Version: 1.12 


E102 Firmware Version: A_v1.04.0(5.01) 


VVIR 
40 ppm 
130 ppm 
230 -250 ms 
VOO 


OFf % 
OFf % 


60 ppm 


5.0 V @ 1.0ms 


Output 
EV 
Sensitivity 
EV 
Leads 
EV 
Pace 
Sense 
Sensor 
Accelerometer 
Response Factor 
Activity Threshold 
Reaction Time 
Recovery Time 
Respiratory Sensor 


Post Therapy 
Post Therapy Period 


© 2014-2019 
Boston Scientific Corporation 
or its affiliates. All rights reserved. 
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Welling, Steven G 
12 Jul 2023 09:11 


2.0 V@0.5ms 

AGC 1.5 mV 
Bipolar 
Bipolar 


On 


00:30 mm:ss 


Clinician Signature: 


LATITUDE™ Programming System 
Device Settings Report 


Setup 
Beeper 
Beep when Explant is Indicated 
Telemetry 
Enable use of ZIP™ telemetry 
Trending Setup 
Recording Method 


Duration 
Data Storage 
Leads Status Setup 
Daily Intrinsic Daily 
Amplitude Impedance 
EV Pace/Sense On On 
Shock On 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 


Welling, Steven G 
12 Jul 2023 09:11 


On 


On 


30 Second Average 
25 hours 
Continuous 


Impedance Limits 


Low High 
200 - 2000 Q 
20 - 125 Q 
© 2014-2019 


Boston Scientific Corporation 


or its affiliates. All rights reserved. 
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Beep When Out- 
of-Range 

On 

On 


Clinician Signature: 


centi 


gBostone . 


LATITUDE™ Programming System 


Report Created 12 Jul 2023 


Settings Changes Report 
Welling, Steven G 


Date of Birth 13 Jul 1948 
Device TELIGEN 100 E102/ 248825 
Tachy Mode Monitor + Therapy 


Last Office Interrogation 
23 Nov 2022 
Implant Date 
16 Feb 2010 


Status 
Programmed 
Programmed 
Programmed 
Programmed 
Programmed 
Programmed 
Programmed 
Programmed 
Programmed 
Programmed 


3868 Software Version: 1.12 
E102 Firmware Version: A_v1.04.0(5.01) 


Parameter 

Accelerometer Activity Threshold 
Accelerometer Reaction Time 
Accelerometer Recovery Time 
Accelerometer Response Factor 
Maximum Sensor Rate 

Maximum Sensor Rate Interval 
Normal Brady Minimum V-Refractory (VRP) 
Normal Brady Mode 

Normal Brady V-Amplitude 

Rate Smoothing Up 


© 2014-2019 
Boston Scientific Corporation 


Old Value 


or its affiliates. All rights reserved. 
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New Value 
Medium 
30s 

2 min 

8 

130 ppm 
462 ms 
230 ms 
VVIR 

2.0 V 
OFF 


Clinician Signature: 


Montgomery TriHealth Heart Institute 
10525 Montgomery Rd 
Cincinnati, OH 45242 
Phone: 513-745-9800 


aor AU a 

WELLING, STEVEN G. Encounter: 7/12/2023 9:15 AM In-clinic = 

Patient ID: 2275994 Referring: 45 

Date of Birth: 7/13/1948 (74 years) Gandhi, Gaurang M.D. 0 24 48 72 96 120 144 168 

Gender: Male Months 

Rhythm: Following: Gerlinger, Brooks B. MD 

Dependency: Diagnosis: 427.10 - Ventricular Tachycardia RV Capture Amplitude (V) at 0.5 ms 

Next In-clinic: Not scheduled. 125.10 - CAD 2.0 

Next Remote: Not scheduled. 1.5 

Comments: 10/26/17- Rep check. RV lead noise. Monitor ordered... en a 

Manufacturer and Model: Boston Scientific E102 TELIGEN 100 Device Type: ICD g; Sensing Amplitude (mV) 

Serial Number: 248825 Battery Voltage: V (ERT= V) 7 savas ae 2 

Implant Date: 2/16/2010 Battery Status: 5 

Implant Provider: Gandhi, Gaurang M.D. Remaining Longevity: Á : 

Lead Manufacturer & Model Serial Number Implant Date 700 RV Pacing Impedance (Q) 

RV Guidant 0185 Endotak Reliance G 306905 2/16/2010 600 e EE 
500 e a a 
400 


O 24 48 72 96 120 144 168 
Months 


Detections and Therapies 


Detection Rate Interval Therapy Configuration Comments 
VF (VHR): 
Fast VT: 
Slow VT: 
V-Slow VT: 
AF (AHR): 
AT: 

Brady: 


Detections Therapies RA RV Pacing 

VF (VHR): AF (AHR): Shocks Delivered: RA: % AS-VS: % 
Fast VT: AT: Shocks Aborted: RV: % AS-VP: % 
Slow VT: SVT: ATP Delivered: LV: % AP-VS: % 
VSlow VT: AT-NS: Mode Switch Detections CRT: %_AP-VP: % 
VT-NS: Brady: Burden: % AT/AF Burden: % 

Rate Drop: Avg. Daily Burden: % Max. Duration: 

Lead Impedance / Thresholds Lead Information 

RA RV LV RA RV LV 
Pacing Impedance: Q Lead Status: 
Capture Amplitude: V Integrity Count: 
Capture Duration: ms Polarization: mV 
Sensing Amplitude: mV Evoked Response: ms 


Encounter Summa 


In clinic interrogation of Boston Scientific single ICD 

Mode VVI 40 bpm 

Battery longevity 11 months, charge time 11.5 sec 

Lead function tests measure WNL 

VP 5% since 11/23/22 

Presenting / underlying rhythm VS rate irregular 56-72 bpm 

HR histogram bell curved range 40-110 bpm. Pt c/o continued fatigue and pulse in the 40's bpm per home PO. Changed Mode from VVI 40 bpm > VVIR 
40-130 bpm. Will evaluate at next visit. 

2 nonsustained episodes, last on 6/18/23. Available EGM's appear to be 4 beat run each VT rate 170's bpm 

Pt has OV and PI with Dr. Gerlinger, results and changes reviewed with MD. 


Electronically Signed By: Gandhi, Gaurang Last Modified By: km51769 
Signed Date: 7/18/2023 9:47 AM Encounter Date: 7/12/2023 9:15:16 AM 
Encounter Type: In-clinic 


© Medtronic 2023 Generated on: 7/18/2023 9:47 AM Eastern Daylight Time Page 1 of 1 


